INTRODUCTION
The resistance-thermometry instruments with the sensors of pt100 are generally used in the highprecision temperature measurements (H Rosemary Taylor et al, 1983 ) (P C F Wolfendale, 1969) . As the nonlinearity relate to the measured temperature and resistance of pt100, varies from calibration methods, such as the analog positive feedback control, seeking the nonlinearity parameter table (LI Tianhui et al, 2011) , least squares method (WU Dajun et al, 2011) , Newton method and analytical method, are used in the pt100 based instruments to improve the accuracy of the temperature measurement. Variable resistors, such as resistance boxes, electronic synthesized resistors and automated resistors based on networks which insist of relays and precision resistors, are usually used to the calibration effect evaluation of the instrument.
In this article, a resistor network with a resolution of 0.001 is described. To deal with the nonideal characteristics of the precision resistors and relays, such as the initial resistance error and the random of the relays' contact resistance, a nonlinearity control algorithm is also developed in this article.
RESISTOR NETWORK
A network circuit is shown in figure 1 which consists of resistors and relays. The network can be seemed ask elements in serial and the terminals of A and B is the output terminals. Every element consists of a main resistor cx R , a slave resistor dx R and a relay. As the relay is open, the resistance of the element equals to cx R , otherwise, the resistance of element x R equals to the relay' contact resistor ct R series with the slave resistor dx R and then parallels with the main resistor cx R . The x R can be calculated as: ( )
As described in Figure 1 , the network resistance R equals to the sum of every element resistance.
The R reach to the maxim value max R , as all of the relays is open, and R reach to the minim values min R when all of the relays closure. Hence, the resistor range of the resistor network equals
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The 
 the network resistance R can be calculated as: The 1 P~k P , can be only set as "0" or "1", are the digital inputs, the 1 R ~k R  are the weights of the branches, and min R is the fixed offset. If we define a k-bit value D as:
Only, the relationship between network resistance R and input value D is linear, as is depending on the actual resistance of cx R , dx R , ct R , and even the PCB line. As a random initial error exists on every precision resistor, the actual weights are too hard to be fixed at the ideal values. Therefore, another precise and fast algorithm is needed to be developed.
Refer to the concept of the algorithm for a successive approximation register (SAR) analog-to-digital converters [10] , the calculation of control bits k P can be separated out k+1 steps. At the beginning, the weights should be arranged to a descending series
. Then, the successive approximation algorithm set the control bits which are mostly close to the ideal values. As discussed in figure 4 , the accuracy of the successive approximation algorithm depends on the resistance of the weights. The mathematic value in table 1 is unauthentic, and the actual weights should be measured after the network hardware assembled. An automatic weight measure system, based on virtual instrument, was developed. It consists of a computer, the automated resistor network which connects to the computer via USB, and an 8 1/2digital multimeter HP3458A, which connects to the computer via GPIB. The software in the computer is based on LabVIEW. 240 sets of measure data was capture by the weight measure system. Depend on the data, the average values and the variances of the weights was calculated, which is shown in table 1. According to the actual parameter, the maxim network' mismatch error equals 0.00106. The data of the weights measurement presents random properties. As the variances approximate 10 -7
CIRCUIT TEST
, the average of the measurement data can be authentic to instead the actual weights.
After the actual weights measurement, the control software, based on the successive approximation algorithm, was developed. The control software was suited to the actual resistor network with the calculation parameter import.
As all the control bits set to "1", the resistance of the network will reach to max R . Otherwise, the resistance will reach to min R , when all the control bits set to "0". The 8 1/2 multimeter HP3458A was used to measure the resistance of the two situations, and the max R equals to 70.9954Ω, the min R equals to 78.0609Ω. Hence, the resistance network value ranges from 70.9954Ω to 78.0609Ω.
For the sake of simplicity, a serial resistance values range from 71Ω to 78Ω with a step of 0.1Ω was chooses to be the test points to estimate the accuracy of the network. Also, an automated system, similar to the weights measurement, was used for a 60 time tests of every test point, and the errors is shown in figure 3 . We realized an automated resistor for testing and calibrating the resistance-thermometry instruments. By using the slave resistor, the random effect of relays' contact resistance is reduced. Therefore, the stability of the network resistance is improved. As the initial error of the precise resistors and the effect of the relays and the PCB line in an actual circuit, mismatch and linear error is the key fact to influence the output accuracy. According to the analysis of the mismatch condition, a network with the weights changed can realize a network without mismatch error. The control algorithm of successive approximation is preferably used to eliminate the nonlinear error, with the actual weights measured accurately.
Accuracy test of the output resistance shows that the present resistor network can provide a stable and precise resistance output. As the random error of the multimeter, the output resistance value varies at each measurement. But, the total error of the output resistance is less than ±2mΩ.
